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Protocol
========

1. Frozen-hydrated EM specimen preparation
------------------------------------------

Because HIV-1 capsid protein (CA) assemblies^9^ are stable only in high salt (1M NaCl) buffer, which contributes strong background noise in cryo-EM images, we use a rapid dilution and back-side blotting method to transiently reduce the salt concentration when preparing the frozen-hydrated EM grid.

1.  Glow discharge the carbon side of 200-mesh R2/1 Quantifoil copper grids under 25mA for 25 seconds.

2.  Use a nebulizer to bring the humidity in the environmental chamber, a home-made manual gravity plunger, to 80%.

3.  In the FEI Vitrobot Plunger dewar, cool liquid ethane using liquid nitrogen. Mount the plunge-freezing dewar onto the manual gravity plunger.

4.  Apply 2.5 μl of preassembled CA solution onto the carbon side of the grid, which is mounted on forceps, and load the forceps onto the plunger with the carbon side of the grid facing away from you.

5.  Add 3 μl of low salt dilution buffer (100 mM NaCl) to the back side of the grid and immediately blot the back side of the grid with a piece of filter paper. The whole back surface of the grid should be in close contact with the filter paper for approximately 6 seconds, before removing the filter paper. Immediately plunge the grid into liquid ethane after removing the filter paper.

6.  Remove the forceps from the plunger and quickly transfer the grid into a grid storage box.

2. Cryo-electron microscopy of CA tubular assemblies
----------------------------------------------------

1.  Load the frozen-hydrated grid into an FEI Polara G2 electron microscope operating at 200kv and equipped with a Gatan 4Kx4K CCD camera.

2.  Under low-dose-search mode, at a magnification of \~200x and with a dose \<0.001e^-^/Å^2^, screen the whole grid for areas with suitable ice and save the positions of these areas in a stage file.

3.  Recall the saved positions and further screen these areas at a magnification of 3,900x in low-dose-search mode. Select the areas with a uniform, thin layer of ice containing well-separated, long tubes over holes, for data collection. Save the locations of these areas in a second stage file.

4.  Switch to exposure mode at a magnification of 59,000x, inset a 100 μm objective aperture, and adjust the objective stigmatism and beam intensity for a dose of ˜15 e^-^/Å^2^ per exposure.

5.  Return to the low-dose-search mode, move to a saved position and identify and center a good tube using the CCD camera. Switch to the focus mode, adjust the focus, and set a defocus value, normally between 0.5 to 2.5 μm. Switch to the exposure mode, set an exposure time of 0.3-0.5 seconds, for a dose of 15 e^-^/Å^2^, and collect an image. The images are collected on a plate camera, and the films should be allowed to settle for 10 seconds before an exposure is taken.

6.  Move to the next saved position and repeat step 5 to collect more images.

7.  The films are developed in full strength D19 for 12 minutes and digitized using a Nikon super coolscan 9000 ED scanner at a pixel size of 6.35 μm. The format of image files is TIFF.

3. Helical indexing
-------------------

A helical object can be indexed by two parameters: the Bessel order, *n*, and layer line number, *l*. Each layer line in the Fourier transform, as characterized by *(n, l)*, corresponds to a set of lines on the surface lattice of the helical object denoted by *(h, k)* indices, using the notation from a 2D lattice. For any *(h, k)*, an (*n*~hk~, *l*~hk~) layer line is a linear combination of two basic vectors (*n*~10~, *l*~10~) and ( *n*~01~, *l*~01~), which are the *n* and *l* values of the two principal layer lines (1, 0) and (0, 1). *l* can be obtained from the layer line height measured along Z axis in the Fourier transform. The value of *n* can be estimated using the following equation^10^

2πRr ≈ J~*n*~ ≈ 1.1\|*n*\|+0.9   \...\...\...\...\...\...\...(1)

where J~*n*~ is the Bessel function, which determines the intensity of the *n^th^* layer line, r is the radius of the helical object, and R is the radius of the maximum amplitude of the layer line. The layer line number, *l*, is related to *n* by the selection rule^11^

*l* = *tn* + *um*   \...\...\...\...\...\.....(2)

where *t* and *u* are constants of the helix. For any given helix, there may be exactly *u* units in exactly (or very closely) *t* complete turns.

1.  Box out a relatively straight and long tube with uniform diameter using the EMAN\'s program^12^ helixboxer and save the image in MRC format.

2.  Determine the helical repeat distance, *c*, using a cross-correlation based program, such as \'imgccf\', in the MRC package^13^.

3.  Calculate the Fourier transform with a new box length that is an integral of the repeat distance, *c*.

4.  Choose two principal layer lines that define two basic surface lattice vectors (1,0) and (0,1).

5.  Measure the radius of the tube, r, and the height and radius of the two principal layer lines in Fourier transform, *l*~10~, R~10~, *l*~01~ R~01~, respectively (Fig. 1).

6.  Calculate *n*~10~ and *n*~01~ according to equation (1).

7.  Since *n* values are only estimation, a few combinations of *n*~10~ and *n*~01~ are tested in later steps (See step 4.2) to find the correct helical symmetry using the program package IHRSR.

8.  Calculate the screw symmetry described by two real numbers: the rotation between subunits (Δφ) and the axial rise (Δz) of the one-star helix (*n*=1). Given *l*~10~, *l*~01~, *n*~10~, and *n*~01~ values, *u* and *t* can be obtained by testing a range of *m* values (for instance, -50\<*m*\<50) according to the selection rule. Finally, Δφ and Δz are calculated using Δφ =360*t/u* and Δz =*c/u*.

4. Three-dimensional reconstruction
-----------------------------------

1.  Particle segmentationOpen a micrograph containing helical particles, using the graphical program Boxer, which is a program in the EMAN package.Cut the helical particle into overlapping segments. In the control panel of Boxer, choose Helix mode and set the parameters for boxing: the size of the box should be larger than the diameter of the particle and the value for \'Olap\' should be ˜90% of the box size.After left-clicking on either end of the helical particle, Boxer will automatically generate a series of particle boxes along the helix length.Save boxed segments as well as their coordinates.

2.  Initial 3D reconstruction using IHRSR programsInvert the contrast of the cryo-EM images and apply low pass filtering^14^ (optional) prior to processing with the iterative helical real space reconstruction method (IHRSR).Open the graphical interface of IHRSR program by typing \"Generator\". Provide the graphical interface with all the information for the boxed particles stack, including the name and path of the stack, number of images in the stack, the values for symmetry parameters, etc. Click the button \"Finish\" to create the reconstruction script, b25.spi.Use a solid or hollow cylinder as an initial reference and allow the procedure to cycle until there are no changes in the defined screw symmetry, which usually occurs after a few cycles. A right helical symmetry should give a stably converged reconstruction. The reconstruction generated in the last cycle will be used as an initial reference for further refinement. IHRSR performs 3D reconstruction using SPIDER programs.

3.  Reconstruction with iterative refinement^15^ The 3D reconstruction generated by IHRSR is now used as an initial reference for additional refinement. During the refinement, the helical symmetry is fixed at Δφ and Δz, which are determined from the IHRSR procedure.Determine the defocus and astigmatism present in the micrograph using programs CTFFIND3 and CTFTILT^16^.Multiply particle segments by the CTF using SPIDER programs^17^. The operation termed FT in the SPIDER suite is used to compute the Fourier transform (FFT) of the 2D image. Thereafter, the FFT is multiplied by CTF values, determined in the previous steps, using the operation termed MU within the SPIDER suite. The value obtained is then inverse transformed back to form a new image (CTF-corrected) in real space using the SPIDER operation, FT again.Perform projection matching by comparing projections of the reference volumes with the CTF-corrected images, using multi-reference alignment. The variation in the out-of-plane tilt angle is limited to +/-10° and sampled in 1° steps. Introduce constraints, such as high correlation coefficients, in-plane angles near 0° or 180°, and limited x-shifts, for the alignment parameters of each segment. Include in the reconstruction only those segments that satisfy the constraints.After each iterative refinement cycle, a 3D reconstruction is generated using back projection and divided by sum over the CTFˆ2.Impose the helical symmetry to generate a symmetrized volume. The iterative refinement is terminated when no further improvement in the resolution of the new 3D reconstruction occurs.The image processing package SPIDER is used for most of the refinement steps. A series of operations are controlled by SPIDER scripts, which are user-created batch control files containing sequences of operations and parameter values. The final reconstruction is calculated using programs in SPIDER suite.

5. Representative Results:
--------------------------

A single HIV-1 CA A92E tube (Fig. 1a) was boxed out and its Fourier transform (Fig. 1b) was calculated for helical indexing. For layer lines (1, 0) and (0, 1), *l*~10~=28, *l*~01~=37, R~10~=55, R~01~=44. Given a tube radius of 211.57Å, we approximated *n*~10~=-12, *n*~01~=11 (here, the handedness was predetermined). With a repeat distance of 5195.48Å, the screw symmetry of the tube was determined as Δz=6.8093Å, Δφ=328.88°. Δz and Δφ were refined to 7.1321Å and 328.86° using IHRSR (Fig. 2a) and the initial reconstruction is shown in Fig. 2b. The final reconstruction (Fig. 3), after iterative refinement, improved the density map significantly from the initial model calculated with IHRSR (Fig. 2b).

**Figure 1.** Indexing of HIV-1 CA helical tube. (A) A single HIV-1 CA A92E tube image. Scale bar, 30 nm. (B) The Fourier transform of the tube shown in (A). The helical indices (*n*~10~=-12, *n*~01~=11) are denoted. The arrowhead points to the layer line at 23Å resolution.

**Figure 2.** An initial reconstruction using IHRSR. (A) Screw symmetry determination for each iterative cycle. Δφ and Δz, starting from the initial values, converge to the stable values after 10 iterative refinement cycles. (B) The initial 3D density map after 10 iterative cycles.

**Figure 3**. The 3D density map after the iterative refinement. (A-C) The density map of CA tubes is displayed as three orthogonal slices: parallel to the tube axis and close to the surface (A), perpendicular to the tube axis (B), and parallel to and through the tube axis (C). Scale bars, 10 nm. (D) Surface rendering of the 3D density map contoured at 1.8s enclosing 100% volume.

Discussion
==========

We present a set of protocols to provide a straightforward approach to obtain 3D structures of helical objects. Using the described procedures, we acquired a 3D structure of HIV-1 capsid assembly from a single tube image (176 segments). Higher resolution structures can be achieved by including more image data.

There are several critical points for optimal data collection and analysis: First, during preparation of a cryo-EM specimen, the sample solution should be blotted away, leaving a uniform, thin layer of solution that is slightly thicker than the sample size. There are several different ways to blot the sample. For bacterial cells and tubular specimens, such as HIV-1 CA assembly, blotting from one-side, particularly from the back-side, is most appropriate.

Second, the handedness of the helix needs to be determined, as this cannot be done by helical indexing or reconstruction. A common practice is to use freeze-etching, followed by rotary shadowing^18^ to determine handedness. Handedness can also be determined post-reconstruction when the resolution of the density map is sufficiently high; the 3D atomic models of individual components should fit well into the density map when a correct handedness is assumed. Otherwise, the opposite handedness should be assumed.

Third, a Wiener filter should be used during image processing, for both phase and amplitude correction, to reduce noise amplification. Since the CTF from a single image always has zero crossings, part of the information in reciprocal space is lost. Therefore, it is necessary to have multiple projection data sets included for 3D reconstruction, each imaged at different defocus values.
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